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Summary 
The aim of this study was to obtain a detailed analysis of the 
relationship between the finger arterial compliance C [ml/mm Hg] 
and the arterial transmural pressure Pt [mm Hg]. We constructed 
a dynamic plethysmograph enabling us to set up a constant 
pressure Pcss [mm Hg] and a superimposed fast pressure 
vibration in the finger cuff (equipped with a source of infra-red 
light and a photoelectric sensor for the measurement of arterial 
volume). Pcss could be set on the required time interval in steps 
ranging between 30 and 170 mm Hg, and on sinusoidal pressure 
oscillation with an amplitude Pca (2 mm Hg) and a frequency f 
(20, 25, 30, 35, 40 Hz). At the same time continuous blood 
pressure BP was measured on the adjacent finger (Portapres). 
We described the volume dependence of a unitary arterial length 
on the time-varying transmural pressure acting on the arterial 
wall (externally Pcss+Pca.sin(2πf), internally BP) by a second-order 
differential equation for volume. This equation was linearized 
within a small range of selected BP. In the next step, a Fourier 
transform was applied to obtain the frequency characteristic in 
analytic form of a complex linear combination of frequency 
functions. While series of oscillations [Pca, f] were applied for 
each Pcss, the corresponding response of the plethysmogram was 
measured. Amplitude spectra were obtained to estimate 
coefficients of the frequency characteristic by regression analysis. 
We determined the absolute value: elastance E, and its inverse 
value: compliance (C=1/E). Then, C=C(Pt) was acquired by 
applying sequences of oscillations for different Pcss (and thus Pt) 
by the above-described procedure. This methodology will be used 
for the study of finger arterial compliance in different 
physiological and pathological conditions. 
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Introduction 

Arterial compliance is a property of the arterial 
wall enabling a dampening of the amplitude pulse wave. 
Compliance is defined as a volume difference induced by 
the pressure difference. Elastance is a reciprocal value of 
compliance and it decreases with age. A low compliance 
is frequently a marker of endothelial dysfunction and of 
changes in the structure of the arterial wall and results in 
different pathological states. Most complications are 
associated with the metabolic syndrome (Neutel et al. 
1992). 

Arterial compliance becomes impaired at an 
early stage of hypertension when arterial pressure may be 
only slightly elevated (Ventura et al. 1984). A low 
compliance of great arteries as a sign of angiopathy is one 
of the predictors of cardiovascular risks like an ischemic 
heart disease, myocardial infarction, or stroke.  

The methods of arterial compliance 
measurement are direct and indirect. Direct methods are 
based on pulsatile pressure measurement (taken 
invasively or non-invasively) and pulsatile diameter 
changes within the artery. The pulsatile diameter of great 
arteries could be obtained by angiography, 
echocardiography, magnetic resonance, and an 
intravascular wall motion detector. The compliance of 
middle or small arteries was measured by Doppler 
velocimetry, two-dimensional ultrasound or 
plethysmography. Intravascular ultrasound is a method 
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assessing pulmonary, aortic, coronary and brachial 
arterial compliance (Nakatani et al. 1995).  

Compliance can also be evaluated from the 
arterial pulse-wave contours obtained intra-arterially 
together with hemodynamic estimates (Neutel et al. 
1992).  

Indirect methods reflect non-invasive 
estimations of the compliance conditions (but not 
absolute values) of great arteries. Compliance can be 
estimated by pulse-wave velocity, non-invasive pulse-
wave contour analysis (augmentation index, Buckberg 
index, spectral analysis) (Yasmin and Brown 1999), by 
Fourier analysis of pressure and flow waveforms, or by 
the stroke volume/pulse pressure ratio. Structural changes 
of the arterial wall (mainly aorta and carotids) are visible 
and measurable by ultrasound as a higher intima-media 
thickness. 

In the last ten years researchers focused on the 
study of the arterial pressure-volume relationship and the 
corresponding arterial compliance by photoplethysmo-
graphic methods. Finger photoplethysmography is a 
measurement technique enabling detection of arterial 
blood volume changes in the finger in relationship to 
pressure changes in the finger arteries. The finger cuff 
contains two optoelectronic components: an infrared light 
source to illuminate the tissue and a photodetector for the 
measurement of the small variation in light intensity 
associated with changes in perfusion of finger vessels. 
The principle of photoplethysmography is used also in 
continuous blood pressure measurement according to 
Penaz (e.g. Finapres).  

Previously, we developed a new method for 
studying the viscoelastic properties of finger arteries and 
we used for this method a term vibration 
plethysmography (Penaz et al. 1997). In principle, 
relatively fast vibrations (50 Hz) were superimposed on a 
slowly changing pressure in the finger cuff and the 
evoked oscillation changes in vascular volume were 
measured by a photo-electric sensor as the vibration 
plethysmogram. This signal was split into two 
components: the normal photo-electric plethysmogram 
obtained by filtering out the fast components, and the 
waveform of dynamic vascular compliance. The 
continuous blood pressure was measured on an adjacent 
finger (Finapres 2300). Both cuffs were necessary for 
transmural pressure computation from differences 
between blood pressure and applied pressure. The shape 
and polarity of the dynamic vascular compliance 
waveform depended upon transmural pressure (blood 

pressure – cuff pressure). It was biphasic with maximal 
value at transmural pressure slightly lower than mean 
blood pressure, whereas the normal photo-electric 
plethysmogram was nearly proportional to the transmural 
pressure.  

Similar techniques, i.e. combination of two 
photoplethysmographic finger cuffs are used in the last 
decade: One cuff is used for a continual blood pressure 
measurement from one finger. The other cuff on the 
adjacent finger is used for estimation of the relationship 
between the amplitude of volume changes and the 
pressure changes applied in the cuff expressed as 
transmural pressure changes (Talts et al. 2006). The 
estimated values are substituted as parameters in the 
mathematical pressure-volume model based, for example, 
on an exponential function (Tanaka et al. 2011) or an 
asymmetric arctangent function (Talts et al. 2006).  

The aim of this study was to develop a new 
modification of a vibration plethysmographic method of 
an arterial compliance analysis in dependence on the 
transmural pressure. Finally, we analyzed the compliance 
of a group of volunteers. 
 
Methods 
 
Theoretical background of the dynamic pressure-volume 
relationship 

In summary, the pressures acting on the arterial 
wall are as follows: blood pressure BP(t) is acting on the 
inner side of the arterial wall, the applied cuff pressure 
Pc(t) is acting on the outer side of the arterial wall, and 
the transmural pressure Pt(t) is the resultant pressure 
originating from the elastance of the arterial wall in 
dependence on volume. The pressures are time-varying, 
therefore we have to consider pressure Pd(t) given by 
dissipative forces (which act against the moving mass in 
the viscose environment, mainly against blood flow) and 
pressure Pi(t) given by inertial forces (caused by 
acceleration of the moving mass). 

From the physical analysis of the problem, we 
derive the equation for the dynamic equilibrium of 
pressures acting on the arterial wall during its movement 
in radial direction, and hence for the volume changes 
during time. This equation expresses pressures Pi, Pd and 
Pt as functions of the volume v(t) and derivatives of v(t). 
(ݐ)ܲܤ  − ܲ(ݐ) = ܲ ቈ(ݐ)ݒ, ݀ଶ݀ݐଶ (ݐ)ݒ + ௗܲ (ݐ)ݒ, ݐ݀݀ ൨(ݐ)ݒ + ௧ܲሾ(ݐ)ݒሿ 
 (1) 
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The conditions of the steady oscillations 
mentioned above are relatively well fulfilled for the end 
of the diastolic pulse curve: for t from the time-interval 
I = (td − Tp/4, td), where td is a moment of the end-
diastolic pressure, and Tp/4 is a quarter of the pulse 
interval. In this interval, blood pressure changes are the 
smallest. The duration of I is sufficient for the application 
of harmonic analysis for the lowest test frequency of 
pressure vibration (20 Hz), as documented in Figure 2. 

Direct components on both sides of the equation 
of a dynamic balance of pressures are equal within the 
case of a small volume amplitude Δv(t) around a point 
[Pt0, v0]. 

Expressing the pressure vibration and the 
corresponding volume vibration in complex form, we get 
the frequency characteristic of the vibration transmitted 
by the arterial wall: 
,݂ߨ2݆)ܨ  ௧ܲ) = ൫݂ߨ2݆)ܣ, ௧ܲ)൯ ܲ( ௧ܲ)⁄ =																												  																								= 1 )ܧ) ௧ܲ) − ܭଶ(݂ߨ2) + )ௗܭ݂ߨ2݆ ௧ܲ))⁄  (5) 
 

The modulus of F(j2πf, Pt0n) can be expressed as 
a network of the amplitude frequency characteristics 
ߨ2݆)ܨ|  ݂, ௧ܲ)| = ߨ2݆)ܣ| ݂, ௧ܲ)| | ܲ(݆2ߨ ݂, ௧ܲ)|⁄  (6) 
 
for a vector of frequencies [fm], m = 1, 2,…, M of the 
pressure vibrations transmitted and a vector of transmural 
pressures [Pt0n], n = 1, 2,…, N. The amplitudes A(j2πfm, 
Pt0n) are obtained by a fast Fourier transform (FFT) on 
the observed volume vibrations Δv(t). Pca is slightly 
influenced by the transmural pressure, therefore the 
amplitudes Pca(j2πfm,Pt0n) are obtained by an FFT of the 
Pca(Pt0).sin(2πft) (Fig. 2). 

The compliance 
 C(P୲୬) = 1 E(P୲୬)⁄  (7) 

 
is a static feature of the arterial wall and can be 
considered as a frequency characteristic |F(j2πfm,Pt0n)| at 
frequencies f=0. A reason for this consists in the fact that 
the amplitudes of transmitted vibrations decrease with 
increasing vibratory frequency. This is caused by the 
inertial forces of the moving tissues. To compute C(Pt0), 
we use a real part of the reciprocal form of a frequency 
characteristic (5) as a regression function with a vector 
[fm] as an argument of the predictor 
 ܴ݁ሾିܨଵ(݆2ߨ ݂, ௧ܲ)ሿ = )ܧ ௧ܲ) − ߨ2) ݂)ଶ ∙   (8)	ܭ

The results are the value of the elastance E(Pt0n) 
and the compliance C(Pt0n) as a reciprocal value of 
E(Pt0n). 
 
Measurement procedures 
 

Measurement conditions and finger cuff setting 
The resting measurement was carried out at 

room temperature (24 °C), in sitting position without 
movements and at a state of the subject when the fingers 
were not cold. The volunteers did not take any vasoactive 
drugs before the measurement. Firstly, values of systolic 
and diastolic blood pressure were taken by the classic 
oscillometric method. Then, the finger cuff for continual 
blood pressure measurement (Portapres) was placed on 
the middle phalanx of the fourth finger. The occlusion 
finger cuff for the application of pressure vibration was 
placed on the middle phalanx of the third finger. 
 

Normalization of the arterial volume 
The especially modified occlusion finger cuff 

was equipped with a source of infrared light and a 
photoelectric sensor for the measurement of arterial 
volume. The absorption of infrared light by the finger 
tissue was dependent on arterial volume. The finger cuff 
was inflated on a constant pressure Pcss of 30 mm Hg 
(without vibrations) and the photoelectric signal was 
measured. This value was considered as 100 % of the 
maximal arterial volume. After that, the finger cuff was 
inflated on a pressure Pcss of 170 mm Hg. The arteries 
were closed at this pressure. The light passing through the 
tissue at a pressure of 170 mm Hg was considered as 0 % 
of the maximal arterial volume. By this approach the 
arterial volume could be indicated in units of % of the 
maximal volume. As a result we obtain frequency 
characteristics normalized to the arterial volume. 
 

Measurement protocol 
The finger cuff operated on the artery at a 

pressure Pc(t) = Pcss + Pca.sin(2πf t). The pressure 
sequentially took 10 values Pcss from 170 to 30 mm Hg. 
The pressure vibrations Pca.sin(2πf t) of a constant 
amplitude Pca=2 mm Hg and frequencies f=(20, 25, 30, 
35, 40) Hz were sequentially superimposed to each 
pressure value Pcss. Thus we used 5 x 10 combinations of 
Pc(t) settings. Each pressure Pc(t) was applied for a time 
interval lasting 5 seconds. Simultaneously, we recorded 
the arterial volume vibration v(t) as a response to the 
pressure vibrations Pc(t). Finally, the frequency 
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